
AEROfusion 
Einhandvenenstauer  |  One-handed Tourniquet

REF   HVS01-25W/B-V1.1

Länge 400 mm
Length 400 mm

Schnellentspanner
Quick Release

1 Verschließen / Lock

Festziehen / Fasten2

Lösen / Unfasten3

Öffnen / Unlock4

Hinweis/Warning : 

Stauschlinge um den 
Arm legen!

Place compression loop 
around the arm!



Die Gebrauchsanweisung vor Benutzung vollständig lesen  
 und die Reinigungshinweise beachten.

Sicherheitshinweise: Verschlussmechanismus vor Benutzung über-
prüfen. Anwendung des Venenstauers nur durch geschulte Personen.

Verwendungszweck: Der Venenstauer dient als Hilfsmittel beim 
Stauen des Blutes, bei der Blutentnahme oder bei Infusionen.

Bedienung: Die Stauschlinge um den Arm legen . An dem Banden-
de ziehen, bis der Arm ausreichend gestaut ist . Zum Lockern der 
Stauschlinge den Verschluss leicht von unten anheben . Öffnen des 
Venenstauers indem man auf den Knopf drückt .

Reinigung: Oberflächen Desinfektions- und/oder 
Reinigungsmittel. Entnehmen Sie bitte die vom Hersteller 
angegebenen Konzentrationen. Waschbar bis 60 °C.

Desinfektion: Stauschlinge und Schloss z.B. mit Helipur; bitte 
entnehmen Sie die vom Her steller angegebenen Konzentrationen und 
Einwirkzeiten.

60°C

Gebrauchsanweisung

Read the instructions for use carefully before use and follow 
the cleaning guidelines  

Safety Instructions: Check the closing mechanism before each use.
Only to be used by trained personnel.

Purpose: The tourniquet is intended for use as an auxiliary means to 
stem the flow of blood, during blood draws or infusions.

Operation: Place the compression loop around the arm, then push 
the tab into the buckle . Pull the loose end until the blood supply is 
sufficiently arrested . For slackening the compression loop, slighty 
raise the buckle . Open the tourniquet by pressing the button .

Cleaning: Surface disinfectants and/or cleaning agents. 
Please use the concentra tions specified by the manufacturer 
of the cleaning/disinfecting agent. Washable up to 60 °C.

Disinfection: Compression loop and buckle e.g. with Helipur.  
The concentrations and reaction times given by the manufacturer 
must be followed. 

60°C

Instructions for use
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